Clinical  Update 


Naval  Postgraduate  Dental  School 
National  Naval  Medical  Center 

8901  Wisconsin  Ave 
Bethesda,  Maryland  20889-5600 


Vol.  29  ,  No.  4 


2007 


Radiation  safety  revisited 
Lieutenant  Commander  James  K.  Burnham,  DC,  USN  and  Commander  William  J.  Lyons,  DC,  USN 


Introduction 

Radiographs  are  an  essential  component  of  the  patient  examination 
and  proper  diagnosis  and  management  of  dental  disease.  Although 
the  precise  radiation  risk  in  the  dental  setting  is  difficult  to  accu- 
rately assess,  some  risk  does  exist.  The  Envkonmental  Protection 
Agency  (EPA)  is  responsible  for  providing  periodic  reports  ad- 
dressing diagnostic  radiation  exposure  and  protection  guidelines 
for  federal  agency  and  Department  of  Defense  healthcare  facilities. 
In  November  of  2006,  the  EPA  held  the  first  meeting  of  an  inter- 
agency working  group  tasked  with  revising  the  current  federal 
guidance.'  Significant  advances  in  technology  have  occurred  in 
medical  and  dental  imaging  since  the  original  report  was  issued  in 
1976.  The  purpose  of  this  publication  is  to  provide  updated  in- 
formation on  the  most  recently  proposed  recommendations  from 
the  National  Council  on  Radiation  Protection  and  Measurements 
(NCRP),  Report  Number  145,  "Radiation  Protection  in  Dentistry,"^ 
which  will  be  included  in  the  future  revision  of  federal  guidance. 
Although  the  new  federal  report  is  not  anticipated  to  be  ready  for 
signature  by  the  President  until  2008,  the  recommendations  of 
NCRP  Report  145  should  be  implemented  now  to  ensure  optimal 
safety  for  our  patients  and  staff 

Radiation  protection  philosophy 

Three  basic  principles  provide  the  foundation  for  radiation  protec- 
tion: 1.  Justification — the  benefit  of  radiation  exposure  outweighs 
any  accompanying  risk.  2.  Optimization — Total  exposure  remains 
as  low  as  reasonably  achievable  (ALARA  principle),  and  3.  Dose 
limitation — Dose  limits  are  applied  to  each  individual  to  ensure 
that  no  one  is  exposed  to  an  unacceptably  high  risk. 

All  persons  are  exposed  to  background  radiation  in  their  daily 
lives.  The  mean  effective  dose  from  all  sources  in  the  United  States 
is  estimated  to  be  approximately  3.6  mSv  (millisievert)  per  year  of 
which  3.0  mSv  is  from  naturally-occurring  background  sources. 
Most  of  the  remaining  exposure  (-0.6  mSv)  comes  from  the  heal- 
ing arts  of  which  dental  radiographs  contribute  approximately  one 
percent.^  Although  this  direct  dose  is  small,  it  can  potentially  pro- 
duce biologically  significant  changes. 

Radiation  protection  guideUnes 

The  specific  radiation  protection  goal  should  be  to  obtain  the  re- 
quired clinical  information  while  avoiding  any  unnecessary  expo- 
sure. To  facilitate  this  goal  the  American  Dental  Association  in 
conjunction  with  the  Department  of  Health  and  Human  Services 
developed  general  guidehnes  to  serve  as  an  adjunct  to  the  dentist's 
professional  judgment  of  how  to  use  diagnostic  imaging  for  each 
patient.''  These  guidelines  (23  pages)  are  available  for  download  at: 
http://www.fda.gov/cdrh/radhealth/adaxrav.html. 

Who  can  order  dental  radiographs?  Only  dentists  and  physicians 
are  qualified  by  education,  licensure  and  credentials  to  prescribe 
radiographic  examinations  and  to  evaluate  and  interpret  the  images 
produced.  Furthermore,  these  procedures  are  done  only  after  com- 
pleting a  clinical  history  and  physical  examination  of  a  patient. 


with  the  subsequent  determination  of  a  reasonable  expectation  of  a 
health  benefit  to  the  patient. 

Radiation  protection  optimization  -  what's  new? 

Patient  exposure  per  intraoral  film  as  measured  at  skin  entry  has 
been  reduced  significantly  since  the  early  years  of  dental  radiog- 
raphy. These  reductions  have  been  accomplished  by  improvements 
in  equipment,  operating  procedures,  and  film/image  receptors. 
NCRP  Report  145  has  two  new  recommendations  that  together 
could  decrease  entrance  skin  exposure  up  to  ten-fold. 

Image  receptors:  Faster  film  (E-speed)  or  digital  receptors  can  re- 
sult in  a  two-fold  decreased  entrance  skin  exposure.  Recommenda- 
tion: Film  slower  than  E-speed  shall  not  be  used  for  intraoral 
radiography.  Note:  in  the  past  E-speed  films  exhibited  decreased 
contrast  and  higher  sensitivity  to  processing  conditions  than  was 
found  with  D-speed  film.  These  problems  have  been  corrected  and 
current  E-speed  film  can  be  used  with  no  degradation  of  diagnostic 
information. 

Rectangular  collimation:  Rectangular  collimation  to  the  size  of  the 
receptor  reduces  the  effective  dose  to  the  patient  by  a  factor  of  four 
to  five.  Recommendation:  Rectangular  collimation  of  the  x-ray 
beam  shall  be  routinely  used  for  periapical  radiography.  Pos- 
itive beam-receptor  alignment  with  film  positioning  devices  obvi- 
ously becomes  critical  to  achieving  quality  periapical  radiographs. 
The  recommendation  does  not  apply  at  present  to  bitewing  radio- 
graphs as  the  alignment  issue  remains  problematic  in  many  cases. 
Also,  the  size  3  bitewing  film  utilized  in  the  military  exceeds  the 
dimensions  of  the  recommended  rectangular  collimators  and  pre- 
cludes their  use.  The  above  recommendation  may  be  relaxed  in  the 
cases  where  anatomy  or  the  inability  of  the  patient  to  cooperate 
makes  beam-receptor  alignment  awkward  or  impossible  for  indi- 
vidual projections.  Likewise,  the  tube  head  should  achieve  a  stable 
position,  free  of  drift  and  oscillation  within  one  second  after  its  re- 
lease at  the  desired  position.  If  drift  occurs  during  the  one  second 
after  its  release,  it  can  be  no  greater  than  0.5  centimeters. 

Extraoral  radiography:  Recommendation:  High-speed  (400  or 
greater)  rare  earth  film-screen  systems  or  digital  imaging  systems 
of  equivalent  or  greater  speed  shall  be  used.  The  same  requirement 
applies  to  panoramic  and  cephalometric  radiography.  See  Table  1 . 

Leaded  aprons:  Leaded  aprons  were  recommended  for  patients  in 
dentistry  when  dental  x-ray  equipment  was  much  less  sophisticated 
and  films  were  much  slower  than  current  standards.  Gonadal  doses 
resulting  from  scatter  radiation  arising  within  the  patient's  body 
while  using  current  state-of-the-art  technology  for  panoramic  or 
full-mouth  radiographs  are  not  significantly  improved  by  the  use  of 
lead  aprons.  Consequently,  technological  and  procedural  im- 
provements have  eliminated  the  requirement  for  the  leaded  apron, 
provided  all  of  the  above  recommendations  are  rigorously  fol- 
lowed.  The  report  notes  that  some  patients  have  come  to  expect 
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the  apron  and  may  request  that  it  be  used.  However,  the  report 
continues:  "its  use  remains  a  prudent  but  not  essential  practice.' 
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Thyroid  shields:  The  thyroid  gland  is  among  the  most  sensitive 
organs  to  radiation-induced  tumors,  especially  in  children.  Rec- 
ommendation: Thyroid  shielding  shall  be  provided  for  children, 
and  should  be  provided  for  adults,  when  it  will  not  interfere 
with  the  examination.  Shields  designed  for  thyroid  protection 
usually  interfere  with  panoramic  exposures.  Note:  all  leaded  pro- 
tective shields  should  be  visually  inspected  for  defects  at  monthly 
intervals  or  more  frequently  if  they  are  damaged.  At  least  once  per 
year  a  fluoroscopic  examination  for  hidden  defects  should  be  per- 
formed. 

Personal  dosimeters:  No  individual  is  permitted  to  receive  an  oc- 
cupational effective  dose  in  excess  of  50  mSv  per  year.  The  moni- 
toring of  individuals  for  occupational  radiation  exposure  is  not  re- 
quired in  dentistry  unless  an  individual  is  anticipated  to  exceed  a 
threshold  dose  of  1  mSv  per  year.  Personal  dosimeters  have  not 
been  required  in  Navy  dentistry  for  many  years  as  the  Naval  Do- 
simetry Center  has  decades  of  data  documenting  dental  occupa- 
tional exposures  far  below  the  1  mSv  per  year  threshold. 
EXCEPTION:  Personal  dosimeters  are  required  for  known  preg- 
nant occupationally-exposed  personnel. 

Optimization  of  exposures:  If  using  a  digital  system,  familiarity 
with  image  enhancement  and  manipulation  is  required.  For  maxi- 
mum diagnostic  yield  at  minimum  exposure,  image  evaluation  and 
interpretation  is  best  carried  out  in  a  dark,  quiet  atmosphere  free 
from  distraction.  ^ 

Radiation  protection  and  the  operator 

It  is  a  fundamental  principle  of  radiation  protection  that  no  one 
other  than  the  patient  undergoing  the  radiographic  procedure 
should  be  in  the  room  at  the  time  of  exposure.  As  well,  neither  the 
operator  nor  the  assistant  should  restrain  uncooperative  patients  or 
hold  the  tube  head  or  film/image  receptor.  If  a  member  of  the  pub- 
Uc  (e.g.  family  member  or  guardian  of  the  patient)  must  restrain  the 
patient,  or  hold  the  tube  head  or  film/image  receptor,  then  they 
should  be  provided  protective  shields  such  as  leaded  aprons,  leaded 
thyroid  collars  and/or  leaded  gloves.  Other  means  of  protection  for 
the  operator  are  physical  barriers,  appropriate  distances,  and  proper 
film  and  patient  positioning.  Physical  barriers  should  be  a  major 
part  of  construction  design  when  building  or  updating  existing  fa- 
cilities. These  barriers  should  ideally  allow  the  operator  to  maintain 
visual  contact  and  communication  with  the  patient  throughout  the 
procedure.  In  the  absence  of  a  physical  barrier,  it  is  recommended 
that  the  operator  remain  a  minimum  of  2  meters  from  the  tube  head 
and  at  a  45  degree  angle  from  the  primary  beam  as  it  exits  the  pa- 
tient during  the  exposure.* 

Conclusion 

Radiation  safety  is  important  and  requires  continued  effort  and  re- 
inforcement. We  as  dentists  are  the  experts  and  must  be  aware  of 
radiation  protection  program  requirements.  Healthcare  facilities 
that  conduct  their  radiology  practices  in  accordance  with  the  rec- 
ommendations in  NCRP  Report  145  can  expect  to  obtain  maximum 
oral  health  benefit  for  their  patients  while  effectively  minimizing 
radiation  exposure  to  the  patient,  the  operator,  and  the  pubUc. 


Information  on  NCRP  publications  may  be  obtained  from  the 
NCRP  website  (http ://www. ncrp .com)  or  by  telephone  (800-229- 
2652/  ext.  25). 

Table  1.  Conventional  imaging  radiation  comparisons 


Radiographic  exam 

Effective  dose  (mSv)  per  exam 

—  —  —  

Dental  Panoramic* 

.UU/ 

Cephalometric  * 

.Ui  / 

tmX  ANSI  r  speed 

.026 

riviA  AiNoi  speeu 

FMX  ANSI  D  speed* 

.081 

Skull 

.110 

CT  Head 

1.110 

Background 

3.000 

Head  and  neck  radiation 

6x  10** 

*Reductions  of  50-90%  (depending  on  the  particular  manufacturer 
and  system  components)  can  be  expected  with  the  use  of  digital 
imaging  systems. 
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The  views  expressed  in  this  article  are  those  of  the  authors  and  do  not  nec- 
essarily reflect  the  official  policy  or  position  of  the  Department  of  the  Na- 
vy, Department  of  Defense,  or  the  U.S.  Government. 

Note:  The  mention  of  any  brand  names  in  this  Clinical  Update  does  not 
imply  recommendation  or  endorsement  by  the  Department  of  the  Navy, 
Department  of  Defense,  or  the  US  Government. 

A  universal  collimator  produced  by  Rinn  Corporation  may  be  obtained  at 
a  government  cost  of  approximately  $59  per  unit  (part  #54-0853).  To  ob- 
tain the  universal  collimator,  contact:  Rinn  Corp.  Products  for  Dental  Ra- 
diography at  1-800-323-0970  or  1-847-742-1115. 


8 


